
Seneca Nation Health System

Salamanca, NY 14779

987 RC Hoag Drive

30 January 2019

Work Order: 8121505

Attn: Shannon Seneca Project: SOC's

Project Description: 09272018 

Client Sample ID Lab Sample ID Date SampledMatrix Date Received

Report of Analysis

Sample 

Notes

8121505-01 Drinking Water 12/18/2018 09:00Sullivan Hollow Raw SOCs 12/18/18  19:44

8121505-02 Drinking Water 12/18/2018 09:00Sullivan Hollow Raw VOCs/Metals 12/18/18  19:44

8121505-03 Drinking Water 12/18/2018 09:00Sullivan Hollow Raw Rads 12/18/18  19:44

Report Narrative

The results contained in this report are only representative of the samples received.  Environmental Service Laboratories, Inc. is not 

responsible for use or interpretation of the data included herein.

All samples subcontracted to ALS Environmental, PA DEP Lab ID 22-00293; please see attached subcontract laboratory Report of 

Analysis for results. 

Definitions

Reporting LimitRL

Certifications

Analyses performed by Environmental Service Laboratories, Inc., Indiana PA unless otherwise specified.

Environmental Service Laboratories, Inc., Indiana, PA/TNI Certification #32-00382

Approved By

Sean Mintzer

Project Manager
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Report ID: 3007801 - 1/24/2019 Page 1 of 32

Reporting Group
Environmental Service Laboratories, Inc.
1803 Philadelphia Street
Indiana, PA  15701

January 24, 2019

Dear Reporting Group:

Certificate of Analysis

Project Name:

Purchase Order:

8121505 Workorder:

Workorder ID:

3007801

8121505

CC:  Accounts Payable

This page is included as part of the Analytical Report and

must be retained as a permanent record thereof. Project Coordinator

Ms. Amy K Borden

Enclosed are the analytical results for samples received by the laboratory on Thursday, December 27, 2018.

The ALS Environmental laboratory in Middletown, Pennsylvania is a National Environmental Laboratory
Accreditation Program (NELAP) accredited laboratory and as such, certifies that all applicable test results meet the
requirements of NELAP.

If you have any questions regarding this certificate of analysis, please contact Ms. Amy K Borden (Project
Coordinator) at (717) 944-5541.

Analyses were performed according to our laboratory�s NELAP-approved quality assurance program and any
applicable state requirements. The test results meet requirements of the current NELAP standards or state
requirements, where applicable. For a specific list of accredited analytes, refer to the certifications section of the
ALS website at www.alsglobal.com/en/Our-Services/Life-Sciences/Environmental/Downloads.

This laboratory report may not be reproduced, except in full, without the written approval of ALS Environmental.

ALS Spring City: 10 Riverside Drive, Spring City, PA 19475  610-948-4903

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343

DL ID - 71722, QC - 0 Page 5 of 36



Report ID: 3007801 - 1/24/2019 Page 2 of 32

Workorder: 3007801 8121505

SAMPLE SUMMARY

Lab ID Sample ID Matrix Date Collected Date Received Collected By

3007801001 8121505-01 Drinking Water 12/18/2018 09:00 12/27/2018 12:46 Collected by Client

3007801002 8121505-02 Drinking Water 12/18/2018 09:00 12/27/2018 12:46 Collected by Client

3007801003 8121505-03 Drinking Water 12/18/2018 09:00 12/27/2018 12:46 Collected by Client

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343

DL ID - 71722, QC - 0 Page 6 of 36



Report ID: 3007801 - 1/24/2019 Page 3 of 32

Workorder: 3007801 8121505

SAMPLE SUMMARY

Standard Acronyms/Flags

Notes

--  All Waste Water analyses comply with methodology requirements of 40 CFR Part 136.

--  All Drinking Water analyses comply with methodology requirements of 40 CFR Part 141.

--  Unless otherwise noted, all quantitative results for soils are reported on a dry weight basis.

--  The Chain of Custody document is included as part of this report.

Indicates an estimated value between the Method Detection Limit (MDL) and the Practical Quantitation Limit (PQL) for the analyte

Indicates that the analyte was Not Detected (ND)

Method Detection Limit

Practical Quantitation Limit

J

U

MDL

PQL

Reporting Detection Limit

Not Detected - indicates that the analyte was Not Detected at the RDL

Analysis was performed using this container

Regulatory Limit

RDL

ND

Cntr

RegLmt

Laboratory Control Sample

Matrix Spike

LCS

MS

Matrix Spike Duplicate

Sample Duplicate

Percent Recovery

MSD

DUP

%Rec

Relative Percent DifferenceRPD

--  Samples collected by ALS personnel are done so in accordance with the procedures set forth in the ALS Field Sampling Plan (20 - 

       Field Services Sampling Plan).

N Indicates presumptive evidence of the presence of a compound

--  All Library Search analytes should be regarded as tentative identifications based on the presumptive evidence of the mass spectra. 

    Concentrations reported are estimated values.   

--  Parameters identified as "analyze immediately" require analysis within 15 minutes of collection. Any "analyze immediately" parameters

    not listed under the header "Field Parameters" are preformed in the laboratory and are therefore analyzed out of hold time.

LOD DoD Limit of Detection

LOQ DoD Limit of Quantitation

DL DoD Detection Limit

--  Method references listed on this report beginning with the prefix �S� followed by a method number (such as S2310B-97) 

    refer to methods from �Standard Methods for the Examination of Water and Wastewater�.

I Indicates reported value is greater than or equal to the Method Detection Limit (MDL) but less than the Report Detection Limit (RDL)

(S) Surrogate Compound

NC Not Calculated

* Result outside of QC limits

--  For microbiological analyses, the "Prepared" value is the date/time into the incubator and

    the "Analyzed" value is the date/time out the incubator.

--  An Analysis-Prep Method Cross Reference Table is included after Analytical Results & Qualifiers section in this report.

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343
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Report ID: 3007801 - 1/24/2019 Page 4 of 32

Workorder: 3007801 8121505

PROJECT SUMMARY

Workorder Comments

See attached subcontract dioxin data from ALS Burlington. AKB 01/11/19

See attached subcontract radiological data from ALS Fort Collins. AKB 01/24/19

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343
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Report ID: 3007801 - 1/24/2019 Page 5 of 32

Workorder: 3007801 8121505

ANALYTICAL RESULTS

12/27/2018 12:468121505-01

Matrix: Drinking Water

Parameters

Lab ID:

Sample ID:

3007801001

Results Units RDL Prepared By ByAnalyzedFlag

Date Collected:

Date Received:

12/18/2018 09:00

CntrMethod

Sub'd-CASH Labs

Dioxin SEE
ATTACHE
D FROM
BURLING
TON

ug/L 1/9/19 00:00 SUB CEPA 1613B

SEMIVOLATILES

Alachlor ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Atrazine ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

gamma-BHC ND ug/L 0.096 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Benzo(a)pyrene ND ug/L 0.096 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Endrin ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Di(2-Ethylhexyl)adipate ND ug/L 0.96 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

bis(2-Ethylhexyl)phthalate ND ug/L 0.96 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Heptachlor ND ug/L 0.096 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Heptachlor Epoxide ND ug/L 0.096 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Hexachlorobenzene ND ug/L 0.096 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Hexachlorocyclopentadiene ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Methoxychlor ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Simazine ND ug/L 0.19 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Surrogate Recoveries Flag UnitsResults Limits Prepared By Analyzed By CntrMethod

1,3-Dimethyl-2-Nitrobenzene
(S)

93.6 % 70 - 130 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

IS_Perylene-d12 (S) 84.8 % 70 - 130 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Pyrene-d10 (S) 97.6 % 70 - 130 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

Triphenylphosphate (S) 95.3 % 70 - 130 12/29/18 20:50 JEK 12/31/18 19:56 CGS EEPA 525.2

PESTICIDES

Chlordane ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Polychlorinated Biphenyls | ug/L 3.3 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Toxaphene ND ug/L 1.9 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1016 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1221 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1232 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1242 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1248 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1254 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Aroclor-1260 ND ug/L 0.47 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

Surrogate Recoveries Flag UnitsResults Limits Prepared By Analyzed By CntrMethod

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343
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Report ID: 3007801 - 1/24/2019 Page 6 of 32

Workorder: 3007801 8121505

ANALYTICAL RESULTS

12/27/2018 12:468121505-01

Matrix: Drinking Water

Parameters

Lab ID:

Sample ID:

3007801001

Results Units RDL Prepared By ByAnalyzedFlag

Date Collected:

Date Received:

12/18/2018 09:00

CntrMethod

Tetrachloro-m-xylene (S) 106 % 70 - 130 12/28/18 14:25 BS 12/28/18 23:26 JXS IEPA 505

HERBICIDES

2,4-D ND ug/L 1.0 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

Dalapon ND ug/L 4.0 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

Dinoseb ND ug/L 1.0 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

Glyphosate ND ug/L 25.0 1/2/19 13:45 CGS N1 EPA 547

Pentachlorophenol ND ug/L 0.19 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

Picloram ND ug/L 2.0 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

2,4,5-TP ND ug/L 0.50 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

Surrogate Recoveries Flag UnitsResults Limits Prepared By Analyzed By CntrMethod

2,4-Dichlorophenylacetic
acid (S)

70 % 70 - 130 12/27/18 19:20 JEK 12/31/18 10:27 EGO AEPA 515.3

CARBAMATES

Carbofuran ND ug/L 1.0 1/7/19 19:37 CGS GEPA 531.1

Oxamyl ND ug/L 1.0 1/7/19 19:37 CGS GEPA 531.1

Project Coordinator

Ms. Amy K Borden

 

NELAP Certifications:  NJ  PA010 , NY 11759 , PA 22-293    DoD ELAP:  PJ LA 74618
State Certifications:  FL E871113 , WA C999 , MD 128 , VA 460157 , WV DW 9961-C , WV 343
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Report ID: 3007801 - 1/24/2019 Page 7 of 32

Workorder: 3007801 8121505

ANALYTICAL RESULTS

12/27/2018 12:468121505-02

Matrix: Drinking Water

Parameters

Lab ID:

Sample ID:

3007801002

Results Units RDL Prepared By ByAnalyzedFlag

Date Collected:

Date Received:

12/18/2018 09:00

CntrMethod

METALS

Antimony, Total ND mg/L 0.0020 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Arsenic, Total ND mg/L 0.0030 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Barium, Total 0.12 mg/L 0.0050 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Beryllium, Total ND mg/L 0.0010 1/8/19 00:37 LXC 1/8/19 10:33 MO A1EPA 200.8

Cadmium, Total ND mg/L 0.0010 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Calcium, Total 37.3 mg/L 0.10 12/31/18 07:15 SRT 1/7/19 18:13 SRT AEPA 200.7

Chromium, Total ND mg/L 0.0020 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Magnesium, Total 6.6 mg/L 0.10 12/31/18 07:15 SRT 1/7/19 18:13 SRT AEPA 200.7

Manganese, Total 0.24 mg/L 0.0050 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Mercury, Total ND mg/L 0.00020 1/3/19 09:00 MNP 1/3/19 10:35 MNP AEPA 245.1

Nickel, Total ND mg/L 0.0050 1/8/19 00:37 LXC 1/8/19 10:33 MO A1EPA 200.8

Potassium, Total 1.3 mg/L 0.50 12/31/18 07:15 SRT 1/7/19 18:13 SRT AEPA 200.7

Selenium, Total ND mg/L 0.0050 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Sodium, Total 16.1 mg/L 0.50 12/31/18 07:15 SRT 1/7/19 18:13 SRT AEPA 200.7

Thallium, Total ND mg/L 0.0010 1/8/19 00:37 LXC 1/8/19 06:02 LXC A1EPA 200.8

Project Coordinator

Ms. Amy K Borden
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Report ID: 3007801 - 1/24/2019 Page 8 of 32

Workorder: 3007801 8121505

ANALYTICAL RESULTS

12/27/2018 12:468121505-03

Matrix: Drinking Water

Parameters

Lab ID:

Sample ID:

3007801003

Results Units RDL Prepared By ByAnalyzedFlag

Date Collected:

Date Received:

12/18/2018 09:00

CntrMethod

SUBCONTRACTED ANALYSIS

Subcontracted Analysis SEE
ATTACHE
D ALS
FORT
COLLINS

1/24/19 14:03 SUB ASubcontract

Project Coordinator

Ms. Amy K Borden
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Report ID: 3007801 - 1/24/2019 Page 9 of 32

Workorder: 3007801 8121505

ANALYTICAL RESULTS

PARAMETER QUALIFIERS

#Lab ID Analytical MethodSample ID Analyte

1

Sample was analyzed for glyphosate outside of hold time.

3007801001 EPA 5478121505-01 Glyphosate
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Report ID: 3007801 - 1/24/2019 Page 10 of 32

ANALYSIS - PREP METHOD CROSS REFERENCE TABLE

Lab ID Sample ID Analysis Method Prep Method

Workorder: 3007801 8121505

3007801001 8121505-01 EPA 1613B

3007801001 8121505-01 EPA 505 EPA 505

3007801001 8121505-01 EPA 515.3 EPA 515.3

3007801001 8121505-01 EPA 525.2 EPA 525.2

3007801001 8121505-01 EPA 531.1

3007801001 8121505-01 EPA 547

3007801002 8121505-02 EPA 200.7 EPA ACIDT

3007801002 8121505-02 EPA 200.8 EPA ACIDT

3007801002 8121505-02 EPA 245.1 EPA 245.1

3007801003 8121505-03 Subcontract
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